Fracture of polyethylene of patellar component in total knee arthroplasty, diagnosed by arthroscopy.
Three reports of fracture of the polyethylene of the patellar component in total knee arthroplasty are presented. The value of arthroscopy in providing the correct diagnosis of this unusual complication of total knee arthroplasty is emphasized.